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Background: Geometrically-correct 3D OCT is a new imaging modality with the potential to investigate
the association of local hemodynamic microenvironment with OCT-derived high-risk features. We aimed
to describe the methodology of 3D OCT and investigate the accuracy, inter- and intra-observer agreement
of 3D OCT in reconstructing coronary arteries and calculating ESS, using 3D IVUS and 3D QCA as
references.
Methods-Results: 35 coronary artery segments derived from 30 patients were reconstructed in 3D space
using 3D OCT. 3D OCT was validated against 3D IVUS and 3D QCA. The agreement in artery recon-
struction among 3D OCT, 3D IVUS and 3D QCA was assessed in 3-mm-long subsegments using lumen
morphometry and ESS parameters. The inter- and intra-observer agreement of 3D OCT, 3D IVUS and 3D
QCA were assessed in a representative sample of 61 subsegments (n ¼ 5 arteries). The data processing
times for each reconstruction methodology were also calculated. There was a very high agreement be-
tween 3D OCT vs. 3D IVUS and 3D OCT vs. 3D QCA in terms of total reconstructed artery length and
volume, as well as in terms of segmental morphometric and ESS metrics with mean differences close to
zero and narrow limits of agreement (BlandeAltman analysis). 3D OCT exhibited excellent inter- and
intra-observer agreement. The analysis time with 3D OCT was signiﬁcantly lower compared to 3D IVUS.
Conclusions: Geometrically-correct 3D OCT is a feasible, accurate and reproducible 3D reconstruction
technique that can perform reliable ESS calculations in coronary arteries.
© 2015 Elsevier Ireland Ltd. All rights reserved.gham andWomen's Hospital,
A, USA.
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Coronary artery imaging is fundamental for the diagnosis and
treatment of coronary artery disease. IVUS (intravascular ultra-
sound) is a robust invasive imaging technique that allows accurate
visualization of arterial lumen and atherosclerotic plaque and has
substantially expanded our insights into the pathophysiology of
atherosclerosis, vascular remodeling and in-stent restenosis [1].
IVUS has comparatively low in-plane spatial resolution
(100e150 mm) and therefore provides limited information about
ﬁbrous cap thickness and inﬂammation. Intravascular OCT (optical
coherence tomography) is a newer invasive imaging modality that
offers 10-fold superior in-plane resolution (10e15 mm) than IVUS,
enabling a more accurate evaluation of the cross-sectional micro-
structure of coronary artery wall and stents [2].
Local coronary hemodynamics, including ESS (endothelial shear
stress), are causally related to the localization and progression of
atherosclerosis [3,4]. A detailed assessment of blood ﬂow proper-
ties in coronary arteries requires accurate 3D imaging of the arterial
lumen. Geometrically-correct 3D IVUS based on the fusion of IVUS
with biplane angiography has been used for more than a decade for
this purpose. This technique has been proven feasible, accurate and
reproducible and has advanced our knowledge on the role of ESS in
vascular remodeling and natural history of atherosclerosis [5e9].
3D QCA (Quantitative Coronary Angiography) is another well-
validated imaging technique that confers 3D reconstruction of
coronary arteries utilizing two angiographic planes [10]. Even
though 3D IVUS and 3D QCA can accurately calculate the local
hemodynamic microenvironment [5,11] they provide limited in-
formation about the pathobiologic nature of plaque. Combined
evaluation of local hemodynamic factors [i.e. ESS, FFR (fractional
ﬂow reserve)] with plaque morphologic features could potentially
improve our ability to identify high-risk plaque creating new
diagnostic and therapeutic perspectives for coronary artery disease
[12,13]. Geometrically-correct 3D OCT based on the fusion of
biplane angiography with OCT may enable the investigation of the
association of local hemodynamic microenvironment with OCT-
derived high-risk features, such as thin ﬁbrous cap, inﬂammation
and lipid pool, providing incremental diagnostic and prognostic
information.
Despite sporadic reports on the feasibility of geometrically-
correct 3D OCT reconstruction [14e16], the accuracy and repro-
ducibility of 3D OCT vs. 3D IVUS and 3D QCA have not been sys-
tematically investigated. In this study we sought to: (i) describe the
methodology of geometrically-correct 3D OCT, (ii) investigate the
accuracy of 3D OCT in reconstructing coronary arteries and calcu-
lating ESS, using 3D IVUS and 3D QCA as reference, and (iii)
investigate the inter- and intra-observer agreement of 3D OCT.
2. Methods
2.1. Study population
The characteristics of the study population are outlined in
Supplemental Table 1. We studied 35 coronary arteries [LAD (left
anterior descending artery), n ¼ 23; LCX (left circumﬂex artery),
n ¼ 5; RCA (right coronary artery), n ¼ 7] derived from 30 patients
who underwent a clinically indicated cardiac catheterization as
described in Supplemental Table 1. The study included both native
(primarily) and stented coronary artery segments. Imaging data
were acquired in Hippokration Hospital, Athens, Greece, in General
Hospital of Nikaia, Piraeus, Greece and in New Tokyo Hospital,
Chiba, Japan using standardized image acquisition protocols. Cor-
onary imaging preceded percutaneous interventions. Data analysis
was blinded to the data acquisition process. The local InstitutionalEthics Committees approved the study. All study subjects provided
written informed consent for their participation in the study.
2.2. Study design
According to the study design (Fig. 1), all coronary arteries
(n¼ 35) underwent OCT imaging and geometrically-correct 3D OCT
reconstruction as described below. In 10 of those arteries additional
IVUS imaging was performed prior to OCT. Those arteries were
reconstructed with geometrically-correct 3D IVUS as detailed
below and served as validation cohort of 3D OCT vs. 3D IVUS.
Furthermore, 7 of the validation cohort arteries that were imaged
with OCT and IVUS underwent 3D QCA analysis according to the
protocol below. Thus the ﬁnal study included n ¼ 10 arteries (LAD,
n ¼ 7; LCX, n ¼ 2; RCA, n ¼ 1) for the validation of 3D OCT vs. 3D
IVUS and n ¼ 7 arteries (LAD, n ¼ 4; LCX, n ¼ 2; RCA, n ¼ 1) for the
validation of 3D OCT vs. 3D QCA. The agreement of 3D OCT vs. 3D
IVUS, 3D QCA and 2D angiography, as well as the inter- and intra-
observer agreement of each 3D reconstruction modality were
evaluated using morphologic and local hemodynamic metrics.
Detailed quality assessment of imaging data was initially per-
formed to minimize the effect of severe image artifacts on our re-
sults. No data were excluded based on the quality assessment.
2.3. 3D OCT
The principal steps of the 3D OCT methodology are depicted in
Fig. 1:
2.3.1. Raw data acquisition and pre-processing
The OCT acquisition was performed with a frequency domain
OCT imaging system (C7-XRT OCT Intravascular Imaging System,
Westford, MA, USA) at a pullback speed of 20mm/s, axial resolution
of 15 mm and frame rate of 100 frames/sec. Temporary blood
clearance was achieved with contrast infusion. The refractive index
was automatically corrected by the OCT imaging system [2]. The
OCT catheter diameter was also automatically corrected by the
machine and manually corrected by the OCT operator as needed.
Before the start of the OCT pullback a coronary angiogram was
obtained in two perpendicular angiographic projections, i.e. RAO
(Right Anterior Oblique) 30 and LAO (Left Anterior Oblique) 60
with <5 caudal or cranial angulation (Hicor ACOM TOP, Siemens
Medical Solutions AG, Forchheim, Germany; Integris Allura 9 and
Allura Clarity FD, Philips Medical Systems BV, Eindhoven, the
Netherlands). From each angiographic projection, a single end-
diastolic frame was manually selected using the simultaneous
ECG recordings. For the conversion of pixel size to mm, a scaling
factor was determined using the 6F guide catheter as reference.
2.3.2. OCT images segmentation
A sampling rate of 1 to 2 or 1 to 3 OCT images was applied to
account for ECG gating issues. OCT images were calibrated using
the digital image pixel size. The lumen was semi-automatically
detected on the OCT images using the core functionality of IVU-
SAngio Tool, a publicly available software for endovascular image
processing (IVUSAngioTool 2.1, Thessaloniki, Greece, http://mklab.
iti.gr/ivus) [17].
2.3.3. Lumen 3D reconstruction
This step was implemented in Rhinoceros®, version 5.0 evalu-
ation, Robert McNeel & Associates, Seattle, Washington, USA. The
lumen borders were semi-automatically detected in each angio-
graphic projection and the lumen centerline was calculated in each
projection. The 3D centerline of the artery was extracted from the
two angiographic projections and the segmented OCT frames were
Fig. 1. Study design and methodology: Schematic presentation of study design and 3D OCT, 3D IVUS and 3D QCA reconstruction algorithms. The reconstructed artery is the proximal
segment of LCX from the left main bifurcation to the take-off of the atrioventricular groove LCX (white arrows).
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intersecting the 3D centerline [14,18]. The relative rotation of each
OCT frame with respect to the 3D centerline was assessed using the
sequential triangulation method [19]. The absolute rotation of the
entire set of OCT contours relative to the 3D centerline was deter-
mined by successive rotations and back-projections on each
angiographic plane [6]. The angle that presented the smallest cu-
mulative error for both back-projections was the absolute rotation
angle of the contours. Lumen contours were connected by spline
curves and a non-uniform rational B-spline surface was utilized to
rebuild the lumen surface in space. The resulting 3D lumen volume
was exported to the CFD (computational ﬂuid dynamics) solver.2.4. 3D IVUS
The geometrically-correct 3D IVUS was performed using the
IVUSAngio tool (IVUSAngioTool 2.1, Thessaloniki, Greece, http://
mklab.iti.gr/ivus) as previously described and validated (Fig. 1)
[17]. To ensure the validity of comparison between 3D OCT and 3D
IVUS, all steps of 3D IVUS were identical to 3D OCT, except that
instead of segmenting OCT images we segmented IVUS images.
Brieﬂy, the IVUS acquisition was performed with a mechanical
imaging system (iLab, Boston Scientiﬁc, Natick, Massachusetts,
USA) at a pullback speed of 0.5 mm/s and a maximum frame rate of30 frames/sec. The IVUS catheter (Atlantis SR Pro and OptiCross,
Boston Scientiﬁc, Natick, MA, USA) was inserted through a 6F guide
catheter into the studied coronary artery and with the IVUS cath-
eter at the most distal position, two perpendicular angiographic
projections were acquired using exactly the same angulations as
with 3D OCT. Angiographic image calibrationwas applied using the
6F guide catheter as reference. A single end-diastolic frame was
manually selected in each angiographic projection and the lumen
borders were semi-automatically outlined. The lumen centerline
was identiﬁed in each projection and the 3D centerline of the artery
was reconstructed using the 2D tracings. IVUS images were cali-
brated using the digital image pixel size. The lumen borders were
identiﬁed on end-diastolic IVUS frames and the segmented IVUS
contours were placed perpendicularly along the 3D reconstructed
centerline. Relative and absolute rotation of IVUS contours were
performed and the geometrically-correct 3D lumen surface was
built, using spline curves and mesh grid. The 3D lumen mesh was
ﬁnally exported to the CFD solver.2.5. 3D QCA
The 3D angiographic reconstruction was performed using a
commercially available 3D QCA software package (QAngio XA 3D
RE, Medis Specials bv, Leiden, the Netherlands; Fig. 1) [10].
Fig. 2. 3D OCT back-projection on two orthogonal angiographic planes: A. Same
segment with Fig. 1 (LCX) showing the agreement of 3D OCT back-projections on RAO
30 and LAO 60 with actual angiographic lumen. The LCX was reconstructed from the
left main bifurcation to the origin of atrioventricular groove LCX (white arrows), B,
Back-projected lumen borders on RAO 30 and LAO 60 . The insert provides an
example of back-projected (orange dashed line, B) and actual (black dashed line, T)
lumen diameters, C. BlandeAltman and linear regression plots showing quantitatively
the agreement between geometrically-correct 3D OCT and 2D angiography (For
interpretation of the references to color in this ﬁgure legend, the reader is referred to
the web version of this article.)
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For the artery reconstruction we used the same angiographic pro-
jections used for the 3D OCT and 3D IVUS. One to three anatomical
markers (e.g. bifurcations) were identiﬁed as reference points in
the two angiographic projections for the automated correction of
angiographic system distortions. Automated 2D lumen edge
detection was performed and the lumen surface was reconstructed
in 3D after reﬁning the correspondence between the two pro-
jections. The resulting 3D lumen mesh was exported to the CFD
solver.
2.6. Matching of 3D OCT, 3D IVUS and 3D QCA
To account for the effect of coronary motion on longitudinal
displacement of OCT and IVUS catheters making the 3D OCT, 3D
IVUS and 3D QCA reconstructions comparable, we meticulously
identiﬁed identical start, middle and end landmark points on the
angiograms, OCT and IVUS pullbacks [20]. For most patients the
proximal landmarks were the RCA ostium and left main bifurcation,
the middle landmarks were side-branches and the distal landmark
were carefully matched side branches or radiopaque points along
the OCT and IVUS catheter (Fig. 1).
2.7. Accuracy of 3D OCT vs. 2D angiography
To assess the accuracy of 3D OCT we back-projected the recon-
structed lumen on each angiographic projection and calculated the
agreement of the back-projected lumen with the actual angio-
graphic lumen using the latter as reference (Fig. 2). The point where
each OCT frame intersected the lumen 3D centerline was set as the
control point [21]. The entire set of contours was rotated consec-
utively by two-degree steps until completion of a full circle (i.e. 180
rotations). In each rotation the reconstructed lumen was back-
projected on the RAO 30 and LAO 60 plane and the diameters
of the back-projected lumen and angiographic lumen were calcu-
lated at each control point. The agreement between the diameters
was used as metric of the accuracy of 3D OCT vs. 2D angiography.
2.8. Accuracy of 3D OCT vs. 3D IVUS and 3D OCT vs. 3D QCA:
morphology metrics
The agreement in artery reconstruction among the three im-
aging modalities was assessed using morphology and ESS metrics.
The morphology metrics included total lumen length and volume,
as well as segmental variables calculated in 3 mm-long sub-
segments across the reconstructed artery. In each subsegment the
average lumen area, lumen volume, minimum diameter and
maximum diameter were calculated as metrics of artery size,
whereas the centerline curvature was calculated as metric of lumen
shape. For the calculation of thosemorphologymetrics each 3-mm-
long subsegment of the reconstructed artery was sectioned in six
0.5-mm-long intervals, yielding six cross-sections per subsegment.
The lumen area of each 3-mm subsegment was calculated as the
average lumen area of the six 0.5-mm cross-sections contained in
the subsegment. In each of these cross-sections, the diameter was
calculated in 9-degree increments along the luminal circumference
and the maximum and minimum diameters were identiﬁed. The
centerline curvature was calculated in 0.5-mm intervals as the
reciprocal of the radius of the osculating circle at each centerline
location and then averaged over each 3-mm subsegment.
2.9. Accuracy of 3D OCT vs. 3D IVUS and 3D OCT vs. 3D QCA: ESS
metrics
Further to morphologic metrics, the agreement across the 3Dreconstructions was assessed using ESS metrics. The ESS was
calculated in the reconstructed arteries using CFD as previously
described [8,22,23]. In particular, the governing NaviereStokes ﬂow
equations for the conservation of mass and momentum were
solvedwith a ﬁnite volume numerical code (Fluent 14.5, ANSYS Inc.,
PA, USA). All CFD analyses were performed in a dedicated work-
station operating in Microsoft Windows 8 environment with Intel
i7 quad core 2 GHz processor and 8 GB RAM. The lumen volume
was populated with a dense mesh of tetrahedral/hexahedral ele-
ments plus ﬁve prismatic layers at the lumen boundary to capture
near-wall effects. Parabolic ﬂow proﬁle was implemented at the
ﬂow inlet. Coronary blood ﬂow and inlet velocity were calculated
for each separate case. Coronary blood ﬂowwas estimated from the
number of angiographic frames required for contrast material to ﬁll
the 3D reconstructed lumen volume [8]. The inlet velocity was
calculated as the ratio of blood ﬂow over the inlet surface area. The
nature of the ﬂow was assumed as 3D, steady, laminar, isothermal
with no external forces applied on it and the arterial wall was
considered as non-elastic and impermeable. The blood was
K. Toutouzas et al. / Atherosclerosis 240 (2015) 510e519514considered as non-Newtonian ﬂuid obeying to the power law and
the blood density was considered to be constant.
The ESS and lumen radius raw data were presented in 2D maps
with the artery length (mm) in x axis and the circumference (de-
grees) in y axis after converting the Cartesian coordinates to
curvilinear (Fig. 3). The artery was divided into 3-mm-long sub-
segments and in each subsegment we calculated the total mean ESS
of the entire segment, as well as the lowest and highest mean ESS
values in 30-degree-arcs across the lumen circumference [23].
2.10. Inter- and intra-observer agreement of 3D OCT, 3D IVUS and
3D QCA
The inter-observer agreement of 3D OCT, 3D IVUS and 3D QCA
was assessed by two independent experts in a representative
sample of 5 randomly selected arteries. The intra-observer agree-
ment of 3D OCT, 3D IVUS and 3D QCA was assessed in the same
sample of 5 arteries by the ﬁrst expert at two time points one
month apart to minimize the recall bias. Of note, the experts that
performed the QCA analysis were different than the experts who
analyzed the OCT and IVUS images. The artery size, shape and ESS
variables as described above were used as metrics of inter- and
intra-observer agreement.
2.11. Data processing times
The data processing times from raw data acquisition to 3D
reconstruction and CFD were compared across the three recon-
struction modalities. To ensure the validity of the comparisons
identical software, hardware and standardized protocols were used
for data acquisition, image segmentation and CFD for each case.
2.12. Statistical analysis
Statistical analysis was performed with the statistical packageFig. 3. Agreement among 3D OCT, 3D IVUS and 3D QCA: Representative example of a 3D re
QCA in lumen size (radius maps), lumen shape and ESS. The LAD was reconstructed from t
arrows). The ESS and radius maps are 2D representations of the 3D reconstructed vessel w
location and size of two stenotic lesions (depicted with I and II) in mid LAD (For interpret
version of this article.)GraphPad Prism 6.0 (GraphPad Inc., San Diego, CA, USA) and IBM
SPSS Statistics 21.0 (IBM Corp., New York, NY, USA). All results were
expressed as mean ± standard error of mean for continuous vari-
ables and absolute number (%). The method comparison study
among 3D OCT, 3D IVUS and 3D QCA, as well as the inter- and intra-
observer agreement of each modality were assessed with
BlandeAltman analysis [24], coefﬁcient of determination (r2) and
mixed effects linear regression analysis using patient and artery as
random effects. In Bland-Altman plots, the absolute differences
between corresponding measurements (y axis) were plotted
against their mean (x axis). The mean difference (bias) and the
limits of agreement (mean ± 1.96SD) were calculated. The 3D OCT
was considered to agree with the 3D IVUS and 3D QCA when the
mean differences and limits of agreement of 3D OCT vs. 3D IVUS
and 3D OCT vs. 3D QCA were comparable to the inter- and intra-
observer agreement of 3D IVUS and 3D QCA, respectively. Sensi-
tivity, speciﬁcity, positive and negative predictive values were
calculated to assess the agreement of ESS measurements across the
reconstruction methods. The cut-off points for low and higher ESS
were set to the 50th percentile of the frequency distribution. The
comparison of analysis times among methods was done with
repeated-measures ANOVA using Tukey test for multiple compar-
isons. P  0.05 was considered as the level of signiﬁcance.3. Results
3D OCT was successfully implemented in all study arteries
(n¼ 35;mean length¼ 37.8 ± 1.7 mm, range from 17.5 to 53.4 mm).
The length of the reconstructed arteries was very similar to the
length of OCT pullbacks (bias 0.2 mm, limits of
agreement3.8e3.4 mm, y¼ 1.01x 0.13, p < 0.001). Similarly, 3D
IVUS and 3D QCA were successfully implemented in 10 and 7 ar-
teries, respectively. The segmental analysis was done in 114 3-mm-
long subsegments for the 3D OCT vs. 3D IVUS validation and in 83
3-mm-long subsegments for the 3D OCT vs. 3D QCA validation.constructed LAD demonstrating very high agreement among 3D OCT, 3D IVUS and 3D
he left main bifurcation (yellow arrows) to the take off of a third septal branch (white
ith arterial length in x axis and arterial circumference in y axis. Note the agreement in
ation of the references to color in this ﬁgure legend, the reader is referred to the web
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The 3D reconstructed coronary arteries (n ¼ 35) from the fusion
of OCT and angiography were back-projected on the 2D angio-
graphic planes as shown on Fig. 2 and the diameters of the back-
projected lumen and angiographic lumen were compared with
each other. There was good agreement between the back-projected
and angiographic lumen diameters (mean difference 0.3 mm,
limits of agreement from 1.9 mm to 1.2 mm, y ¼ 0.51x þ 0.98,
n ¼ 6324 control points, p < 0.001; Fig. 2C).3.2. Accuracy of 3D OCT vs. 3D IVUS: morphology metrics
Geometrically-correct 3D OCT was compared with
geometrically-correct 3D IVUS in the validation cohort (n ¼ 10),
using the latter as reference (Fig. 3). There was a signiﬁcant
agreement between 3D OCT and 3D IVUS in terms of total recon-
structed artery length and volume (Table 1). In the segmental
analysis (n ¼ 114) the 3D OCT yielded similar lumen areas, volumes
and diameters compared to 3D IVUS with mean differences be-
tweenmethods close to zero, narrow limits of agreement, very high
r2 > 0.80 (with the exception of curvature) and slopes close to one
and intercepts close to zero in linear regression analysis (Table 1). In
the same fashion, the 3D shape of the OCT-based reconstructions
measured by centerline curvature was highly comparable with the
IVUS-based reconstructions (Table 1).3.3. Accuracy of 3D OCT vs. 3D IVUS: ESS metrics
In addition to vessel morphology, we assessed the ability of 3D
OCT to provide comparable ESS results with 3D IVUS (Fig. 3;
Supplemental Video 1).
Supplementary video related to this article can be found at
http://dx.doi.org/10.1016/j.atherosclerosis.2015.04.011.
As shown in Table 1, ESS metrics within each segment were in
good agreement across 3D OCT and 3D IVUS with mean differences
between methods very close to zero and narrow limits of agree-
ment, as well as high r2 between 0.50 and 0.70, slopes close to one
and intercepts close to zero in linear regression equations.
Furthermore, 3D OCT was highly sensitive and speciﬁc in identi-
fying subsegments with low ESS (0.5 Pa) and high ESS (>0.5 Pa)
using 3D IVUS as gold standard (sensitivity ¼ 0.80,
speciﬁcity ¼ 0.80, positive predictive value ¼ 0.80, negative pre-
dictive value ¼ 0.80).
Collectively, these ﬁndings suggest that 3D OCT reconstructions
were in high agreement with 3D IVUS in terms of vessel size, shape
and ESS calculations.Table 1
3D OCT vs. 3D IVUS: Method comparison study using morphology and ESS metrics.
Bias Limits of agreement
Global lumen analysis (n ¼ 10 arteries)
Length (mm) 0.13 0.59, 0.85
Volume (mm3) 26.6 113.4, 60.17
Segmental lumen analysis (n ¼ 114 subsegments)
Morphology metrics
Area (mm2) 0.77 2.20, 3.72
Volume (mm3) 2.31 6.52, 11.16
Min diameter (mm) 0.16 0.47, 0.80
Max diameter (mm) 0.13 0.54, 0.80
Curvature (mm1) 0.00 0.07, 0.07
ESS metrics
Mean ESS (Pa) 0.06 0.67, 0.64
Lowest 30 arc ESS (Pa) 0.01 0.30, 0.28
Highest 30 arc ESS (Pa) 0.11 0.87, 0.653.4. Accuracy of 3D OCT vs. 3D QCA: morphology metrics
3D OCT reconstructions were further compared to 3D QCA
(n ¼ 7), a method that was previously validated and used as
reference in the current study (Fig. 3). In global analysis there was a
signiﬁcant agreement between 3D OCT and 3D QCA for total
reconstructed artery length and volume (Table 2). Similar to the
segmental analysis of 3D OCT vs. 3D IVUS, 3D OCT yielded highly
comparable vessel size and shape metrics compared to 3D QCA
(n ¼ 83, Table 2).
3.5. Accuracy of 3D OCT vs. 3D QCA: ESS metrics
With regards to ESS, 3D OCT showed high agreement compared
to 3D QCA (Table 2; Fig. 3; Supplemental Video 1). Furthermore, 3D
OCT showed high sensitivity and speciﬁcity in identifying sub-
segments with low ESS (0.5 Pa) and high ESS (>0.5 Pa) compared
to 3D QCA (sensitivity ¼ 0.81, speciﬁcity ¼ 0.80, positive predictive
value ¼ 0.81, negative predictive value ¼ 0.80).
Collectively, these ﬁndings suggest that 3D OCT reconstructions
could accurately reproduce the 3D QCA-based measurements of
vessel size, shape and ESS. Of note, the agreement between 3D IVUS
vs. 3D QCA for global and segmental (morphometric and ESS
metrics) analysis was at the same magnitude with the agreement
between 3D OCT vs. 3D IVUS and 3D OCT vs. 3D QCA, suggesting
that 3D IVUS and 3D QCA were accurate references for the valida-
tion of 3D OCT (Supplemental Table 2).
3.6. Inter- and intra-observer agreement of 3D OCT, 3D IVUS and
3D QCA
BlandeAltman and linear regression analysis showed that all
reconstruction methods had very high inter-observer agreement
(Table 3, Supplemental Tables 3 and 4) and intra-observer agree-
ment (Table 4, Supplemental Tables 5 and 6) in terms of artery
morphology and ESS parameters (n ¼ 61 subsegments from 5 ar-
teries). The agreement between 3D OCT vs. 3D IVUS and 3D OCT vs.
3D QCA, was slightly lower, but still comparable, to the inter- and
intra-observer agreement of 3D IVUS and 3D QCA, suggesting that
3D OCT can accurately reproduce 3D IVUS or 3D QCA
reconstructions.
3.7. Data processing times
The data processing time from raw data acquisition to 3D
reconstruction and CFD was approximately three-fold the time of
3D QCA for 3D IVUS and two-fold the time of 3D QCA for 3D OCT
(141 ± 9 vs. 108 ± 3 vs. 46 ± 2 min, n ¼ 7, p < 0.01 for each pair ofr2 y ¼ ax þ b p
0.99 y ¼ 1.00x þ 0.04 <0.001
0.97 y ¼ 1.28x  41.61 <0.001
0.86 y ¼ 0.85x þ 1.97 <0.001
0.86 y ¼ 0.85x þ 5.92 <0.001
0.83 y ¼ 0.75x þ 0.86 <0.001
0.82 y ¼ 0.79x þ 0.78 <0.001
0.57 y ¼ 0.72x þ 0.02 <0.001
0.69 y ¼ 1.03x þ 0.04 <0.001
0.52 y ¼ 0.90x þ 0.07 <0.001
0.71 y ¼ 1.08x þ 0.05 <0.001
Table 2
3D OCT vs. 3D QCA: Method comparison study using morphology and ESS metrics.
Bias Limits of agreement r2 y ¼ ax þ b p
Global lumen analysis (n ¼ 7 arteries)
Length (mm) 0.63 2.80, 2.03 0.99 y ¼ 1.04x  0.76 <0.001
Volume (mm3) 33.40 17.74, 84.51 0.96 y ¼ 0.89x  4.90 <0.001
Segmental lumen analysis (n ¼ 83 subsegments)
Morphology metrics
Area (mm2) 1.14 3.69, 1.42 0.86 y ¼ 0.64x þ 1.46 <0.001
Volume (mm3) 2.90 9.88, 4.08 0.88 y ¼ 0.70x þ 3.65 <0.001
Min diameter (mm) 0.19 0.78, 0.41 0.82 y ¼ 0.70x þ 0.64 <0.001
Max diameter (mm) 0.34 1.00, 0.28 0.81 y ¼ 0.67xþ0.68 <0.001
Curvature (mm1) 0.00 0.10, 0.10 0.11 y ¼ 0.21x þ 0.45 <0.01
ESS metrics
Mean ESS (Pa) 0.02 0.85, 0.89 0.62 y ¼ 0.88x þ 0.11 <0.001
Lowest 30 arc ESS (Pa) 0.05 0.73, 0.82 0.60 y ¼ 0.95x þ 0.07 <0.001
Highest 30 arc ESS (Pa) 0.00 1.16, 1.15 0.58 y ¼ 0.84x þ 0.17 <0.001
Table 3
Inter-observer agreement of 3D OCT.
Bias Limits of agreement r2 y ¼ ax þ b p
Global lumen analysis (n ¼ 5 arteries)
Length (mm) 0.07 0.48, 0.63 0.99 y ¼ 0.99x þ 0.46 <0.001
Volume (mm3) 3.99 21.48, 13.49 0.99 y ¼ 1.02x  10.02 <0.001
Segmental lumen analysis (n ¼ 61 subsegments)
Morphology metrics
Area (mm2) 0.19 1.14, 0.75 0.98 y ¼ 1.01x  0.27 <0.001
Volume (mm3) 0.44 2.99, 2.10 0.99 y ¼ 1.01x  0.73 <0.001
Min diameter (mm) 0.06 0.31, 0.19 0.97 y ¼ 1.03x  0.13 <0.001
Max diameter (mm) 0.06 0.31, 0.18 0.98 y ¼ 1.01x  1.06 <0.001
Curvature (mm1) 0.00 0.02, 0.02 0.85 y ¼ 0.93x þ 0.00 <0.001
ESS metrics
Mean ESS (Pa) 0.01 0.24, 0.22 0.95 y ¼ 0.99x  0.03 <0.001
Lowest 30 arc ESS (Pa) 0.01 0.20, 0.19 0.95 y ¼ 1.01x  0.01 <0.001
Highest 30 arc ESS (Pa) 0.01 0.35, 0.37 0.92 y ¼ 0.98x þ 0.03 <0.001
Table 4
Intra-observer agreement of 3D OCT.
Bias Limits of agreement r2 y ¼ ax þ b p
Global lumen analysis (n ¼ 5 arteries)
Length (mm) 0.06 0.70, 0.82 0.99 y ¼ 0.96x þ 1.46 <0.001
Volume (mm3) 2.66 4.64, 9.97 0.99 y ¼ 0.98x þ 7.42 <0.001
Segmental lumen analysis (n ¼ 61 subsegments)
Morphology metrics
Area (mm2) 0.03 0.44, 0.50 0.99 y ¼ 1.00x þ 0.02 <0.001
Volume (mm3) 0.14 1.15, 1.42 0.99 y ¼ 1.00x þ 0.16 <0.001
Min diameter (mm) 0.01 0.14, 0.16 0.99 y ¼ 1.00x þ 0.02 <0.001
Max diameter (mm) 0.00 0.14, 0.13 0.99 y ¼ 0.99x þ 0.01 <0.001
Curvature (mm1) 0.00 0.03, 0.03 0.81 y ¼ 0.85x þ 0.01 <0.001
ESS metrics
Mean ESS (Pa) 0.03 0.33, 0.28 0.91 y ¼ 0.87x þ 0.06 <0.001
Lowest 30 arc ESS (Pa) 0.03 0.43, 0.38 0.77 y ¼ 0.76x þ 0.08 <0.001
Highest 30 arc ESS (Pa) 0.01 0.21, 0.20 0.97 y ¼ 0.96x þ 0.03 <0.001
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icantly shorter compared to the other two reconstruction methods
given that no invasive imaging was required for 3D QCA. The 3D
OCT processing times were signiﬁcantly shorter compared to 3D
IVUS.4. Discussion
This study presented the methodology of geometrically-correct
3D OCT based on fusion of OCT and biplane angiography and per-
formed an extensive and systematic investigation of the method's
accuracy, inter- and intra-observer agreement. Using morphologic
and local hemodynamic metrics, 3D OCT was compared head-to-head to 3D IVUS and 3D QCA, which are well-established and
validated 3D reconstruction methods. We showed that 3D OCT can
accurately, reproducibly and relatively rapidly reconstruct the
coronary arteries and calculate ESS. This technique could lay the
foundation for combined local hemodynamic (i.e. ESS, FFR) and
plaque features assessment in native and stented coronary arteries,
potentially creating the perspective for high-risk plaque identiﬁ-
cation [12].4.1. Linear and geometrically-correct 3D OCT
To date most of the 3D OCT approaches, some of which are
commercially available (ILUMIEN PCI Optimization System, St. Jude
Table 5
Data processing times for each reconstruction method.
3D OCT 3D IVUS 3D QCA p
Raw data acquisition (min) 9 ± 1 11 ± 1 3 ± 0 <0.001a
Cross-sectional image segmentation (min) 46 ± 4 77 ± 9 N/A <0.01
Angiogram segmentation (min) 5 ± 1 5 ± 0 1 ± 0 <0.001b
3D reconstruction (min) 6 ± 0 6 ± 1 0±0e <0.001c
CFD (min) 41 ± 2 42 ± 1 42 ± 2 0.70
Total analysis time (min) 108 ± 3 141 ± 9 46 ± 2 <0.01d
a p refers to 3D QCA vs. 3D OCT and 3D IVUS.
b p refers to 3D QCA vs. 3D OCT and 3D IVUS.
c p refers to 3D QCA vs. 3D OCT and 3D IVUS.
d p refers to each pair of comparisons.
e Actual time was 0.02 ± 0.00 min.
K. Toutouzas et al. / Atherosclerosis 240 (2015) 510e519 517Medical, MN, USA), have been based on linear stacking of OCT
frames, resulting in non-geometrically correct arterial re-
constructions [25,26]. Even though those reconstruction ap-
proaches, have been fundamental in studying stenting techniques
and stent restenosis, they do not allow the assessment of true
vessel geometry and local hemodynamics. There have been very
few reports on geometrically-correct 3D OCT based on single case
studies, none of which validated the reconstruction methodologies
[14,15,27]. Two other studies utilized geometrically-correct 3D
OCT-based CFD to assess FFR [14] and ESS across stent struts [28]. A
recent study compared 3D OCT against 3D IVUS and yielded similar
ﬁndings [29]. However, the current work is the ﬁrst systematic and
detailed investigation of the accuracy and reproducibility of 3D OCT
vs. 3D IVUS and 3D OCT vs. 3D QCA in reconstructing coronary
arteries and calculating local ESS.
4.2. 3D OCT vs. 3D IVUS
We and other groups developed and validated the
geometrically-correct 3D IVUS, a technique that was applied in
experimental and clinical studies over the last decade allowing the
assessment of local ESS, vascular remodeling and plaque burden,
thereby advancing our understanding of the role of ESS in the
natural history of atherosclerosis [9,22,23,30]. In the current study
we validated 3D OCT against 3D IVUS. One could argue in theory
that 3D OCT is inferior to 3D IVUS given that 3D IVUS is ECG-gated
as opposed to 3D OCT. However, our study showed that the (non
ECG-gated) 3D OCTwas in high agreement with the (ECG-gated) 3D
IVUS, suggesting that the absence of ECG gating does not inﬂuence
signiﬁcantly the accuracy of 3D OCT reconstructions. This concept is
further supported by the elegant study by Fedele et al. who showed
satisfactory reproducibility of OCT morphometric measurements
stemming from frames acquired during both in systole and diastole,
suggesting that no ECG gating is most likely required with such
precise and accurate technology [31,32]. In addition to lumen ge-
ometry and ESS information, 3D OCT can provide important infor-
mation about high-risk plaque features (i.e. thin ﬁbrous cap,
inﬂammation, large lipid core), making it a promising technique for
high-risk plaque diagnosis (Supplemental Table 7). The data anal-
ysis time with 3D OCT was signiﬁcantly shorter compared to 3D
IVUS (108 ± 3 vs. 141 ± 9 min, p < 0.01) given the superior image
quality and subsequently quicker segmentation of OCT vs. IVUS.
4.3. 3D OCT vs. 3D QCA
In addition to 3D IVUS, we used 3D QCA to validate 3D OCT. 3D
QCA is a technique that can rapidly and accurately reconstruct
coronary arteries and can potentially provide local hemodynamic
information (i.e. ESS, FFR) [33]. This method has been validated
before [10]. The major advantage of 3D QCA is that it does not
require invasive imaging (i.e. OCT or IVUS), as it is purely based ontwo angiographic planes. In the current study, we showed that 3D
OCT is comparable to 3D QCA with regard to artery reconstruction
and ESS calculations. One could argue that the accuracy of 3D QCA
is inferior to 3D IVUS given that 3D QCA is based on two angio-
graphic planes, whereas 3D IVUS is based on accurate tomographic
imaging, and therefore 3D QCA cannot be used as reference for the
3D OCT validation. However, the data in the current study do not
support this hypothesis. Furthermore, 3D QCA is an appealing 3D
reconstruction method given its ability to complete the recon-
struction rapidly and almost fully automatically without the need
of additional invasive imaging (Supplemental Table 7).
Overall, the current work shows that the agreement of lumen
moprhometric and ESSmeasurements between 3D OCT vs. 3D IVUS
and 3D OCT vs. 3D QCA was high and comparable to the inter- and
intra-observer agreement of 3D IVUS and 3D QCA, respectively,
supporting the high accuracy of 3D OCT. On top of that, even though
all three 3D reconstruction modalities had excellent inter- and
intra-observer agreement, the 3D OCT exhibited the highest values
of agreement, further indicating the robustness of the method.
4.4. Study limitations
There were several limitations within the current study. First,
we assessed the inter- and intra-observer agreement of the 3D
reconstruction modalities, based on repeated reconstructions of
the same raw data, and not the inter-study agreement. Had the
repeated reconstructions been based on different scans, the po-
tential sources of variation would include time-to-time biological
variation, likely decreasing the inter- and intra-observer agreement
of the methods. Second, in our study we performed OCT imaging in
35 coronary arteries which were all reconstructed successfully with
3D OCT. Due to technical and cost issues we performed IVUS in a
subpopulation of 10 out of 35 arteries, which is an adequate vali-
dation cohort. With regard to the 3D QCA, it was performed in 7 out
of 35 arteries. The 3D QCA validation software used in the study
(QAngio XA 3D RE, Medis Specials bv, Leiden, the Netherlands)
works with new generation digital angiography systems, while
most of the angiograms (n ¼ 28) in our study were acquired with
previous generation angiographic systems with no recordings of
image acquisition geometrical parameters in DICOM ﬁles. Despite
the limited number of arteries reconstructed with 3D IVUS or 3D
QCA relative to 3D OCT our approach of doing the analyses in
multiple subsegments per artery (n ¼ 114 for 3D OCT vs. 3D IVUS
and n¼ 83 for 3D OCT vs. 3D QCA) increased the power of the study
substantially. Third, the OCT segmentation was done semi-
automatically thus increasing the analysis time. Algorithms that
perform automated segmentation of OCT images with limited
manual interventions are anticipated to reduce the data processing
time, further increasing the feasibility of 3D OCT [12]. This study
focused on examining 3-mm-long subsegments, a method which
was also used in previous experimental and clinical studies
K. Toutouzas et al. / Atherosclerosis 240 (2015) 510e519518[8,22,23], and not on comparing the ESS patterns point-by-point.
Therefore, ﬁndings from this study should not be directly extrap-
olated to point-by-point comparisons, where minor errors in co-
registration could lead to high differences. The performance of 3D
OCT vs. 3D IVUS/3D QCA across the coronary artery types could not
be reliably assessed due to small sample size of the LCX and RCA
subgroups. Future studies could address this point. Coronary artery
motion could affect the accuracy of 3D OCT. The development of
new systemswith higher frame acquisition rate and pullback speed
could deﬁnitely resolve such issues [34]. Finally, 3D OCT could not
reconstruct long arterial segments given the inherent limitations of
the OCT imaging system used in the current study. However, a
typical OCT run of approximately 50mmwas likely enough to cover
the proximal segments of the coronary arteries where the great
majority of plaques develop [35,36]. Newer OCT imaging systems
appear to overcome this limitation by scanning much longer arte-
rial segments.4.5. Clinical perspectives
Geometrically-correct 3D OCT may allow the analysis of path-
obiologic plaque characteristics along with the calculation of local
hemodynamic microenvironment (i.e. ESS and FFR) [12,14,16].
Studies have shown that low ESS leads to atherogenesis and high-
risk plaque development [4]. 3D OCT-based calculation of local ESS
and/or FFR in combination with high-risk plaque features, such as
thin ﬁbrous cap, inﬂammation and large lipid pool may facilitate
the early identiﬁcation of high-risk plaque [37]. In addition,
geometrically-correct 3D OCT can be used in the investigation of
the role of ESS in in-stent restenosis and thrombosis [28,38].
Further clinical studies in large cohorts of patients are warranted to
investigate those perspectives.5. Conclusions
Geometrically-correct 3D OCT is a new coronary artery imaging
modality that can accurately and reproducibly reconstruct the
coronary arteries and calculate local ESS. This technique has the
potential to allow combined local hemodynamic and plaque
morphologic assessement, thereby providing incremental diag-
nostic and prognostic information for high-risk plaque.Funding sources
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